
Carebidet Quick Guide 01
Getting Started

Unpacking and Assembly

Use this with the training video

This quick guide summarizes the procedure shown in the
approved Carebidet training video. For complete
operating instructions and cautions, use the Carebidet
User Manual and the full video.

Quick steps
1. Open the Main Body Unit carton and remove the inner cushioning before lifting out the Carebidet main unit.

2. Open the Diaper Cup carton. Remove the inner cushioning, the Diaper Cup assembly, and the Motion Control Wrap stored
underneath.

3. Open the Gender Module box and confirm the selected male or female module and its height adjuster are present.

4. Remove the consumables/accessories, including the carrying handle, assistant band, catheter module, and other supplied
parts.

5. Keep all packaging and components together until the complete shipment has been checked against the packing list or User
Manual.

Important

Stop and re-check the setup if the individual has pain, skin pinching, leakage, an unresolved alert, or an insecure connection.
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