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Removing the Diaper Cup

Use this with the training video

This quick guide summarizes the procedure shown in the
approved Carebidet training video. For complete
operating instructions and cautions, use the Carebidet
User Manual and the full video.

Quick steps
1. Open the Carebidet main-body cover and install the Diaper Cup holder on the side of the unit toward the control panel.

2. Make sure the holder is locked securely in place before removing the cup from the individual.

3. Open the lower zipper of the Motion Control Wrap.

4. Release the wrap and gently separate the Diaper Cup from the individual without pulling on the skin.

5. Remove the Motion Control Wrap as shown in the training video.

6. Place the Diaper Cup on the holder so the cup and hose are supported and kept off the floor.

Important

Stop and re-check the setup if the individual has pain, skin pinching, leakage, an unresolved alert, or an insecure connection.
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