
Carebidet Quick Guide 09
Cleaning & Routine Maintenance

Water Tank Cleaning

Use this with the training video

This quick guide summarizes the procedure shown in the
approved Carebidet training video. For complete
operating instructions and cautions, use the Carebidet
User Manual and the full video.

Quick steps
1. Open the main-body cover and remove the clean-water tank from Carebidet.

2. Turn the tank upside down and open the cap for cleaning.

3. Clean the tank and the rubber seal inside the cap; rinse as appropriate and dry the parts completely.

4. Close the cap securely after cleaning.

5. Reinstall the clean-water tank in the main body with the down-arrow side facing the sewage tank, as shown in the video.

6. Close the main-body cover.

Important

Stop and re-check the setup if the individual has pain, skin pinching, leakage, an unresolved alert, or an insecure connection.
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