
Carebidet Quick Guide 10
Cleaning & Routine Maintenance

Sewage Tank Cleaning

Use this with the training video

This quick guide summarizes the procedure shown in the
approved Carebidet training video. For complete
operating instructions and cautions, use the Carebidet
User Manual and the full video.

Quick steps
1. After the display shows Cleaning Completed, open the main-body cover and remove the sewage tank.

2. Separate the sewage-tank cover and clean any residue from inside the tank and cover.

3. Inspect the guard rubber at the inlet. Do not pull it off, press it down, or fold it.

4. Reassemble the sewage tank, close the cover, tighten all four locks, and close the cap.

5. Reinstall the cleaned sewage tank in the Carebidet main body.

6. Close the main-body cover before returning the unit to service.

Important

Stop and re-check the setup if the individual has pain, skin pinching, leakage, an unresolved alert, or an insecure connection.

Carebidet Support Center  |  carebidetusa.com  |  COHealth Solutions Training reference - verify against current User Manual



