Carebidet Quick Guide 11

Cleaning & Routine Maintenance

Diaper Cup Tube Cover Removal
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Use this with the training video =
This quick guide summarizes the procedure shown in the
approved Carebidet training video. For complete
operating instructions and cautions, use the Carebidet
User Manual and the full video.
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Quick steps

Unfasten the three buttons on the tube cover at the side of the Diaper Cup.
Lower the zipper all the way and remove the tube cover from the hose.
The tube cover may be machine washed; do not place it in a dryer.

Allow the tube cover to dry completely before reinstalling it.

Reattach the Velcro at the main-body connecting end of the hose.
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Pull the zipper fully closed and refasten all three buttons.

Important

Stop and re-check the setup if the individual has pain, skin pinching, leakage, an unresolved alert, or an insecure connection.
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