Carebidet Quick Guide 13

Cleaning & Routine Maintenance

Tube Cleaning

Use this with the training video R oo _, curace:

This quick guide summarizes the procedure shown in the
approved Carebidet training video. For complete
operating instructions and cautions, use the Carebidet
User Manual and the full video.

Quick steps

Open the main-body cover and install the Diaper Cup holder.

Push the lower part of the Diaper Cup into the holder until it locks into the holder locking unit.
Replace the detachable cushion with the plastic cleaning cover.

Use the control panel to select Tube Cleaning, then press OK to begin the cleaning cycle.
Allow the cycle to run until the display shows Cleaning Completed.

Open the main body, clean the sewage tank and water tank as directed, and reinstall them.

N o gk w Db

Close the main-body cover after the tanks are back in place.

Important

Stop and re-check the setup if the individual has pain, skin pinching, leakage, an unresolved alert, or an insecure connection.
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